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Abstract

This report describes the improvements in understanding of

transport phenomena in cadmium zinc telluride radiation sensors

achieved through studies of alpha particle response and spatially

resolved photoconductivity mapping. Alpha particle response

waveforms and photocurrent profiles both indicate non-uniformities

in the electric field which may have detrimental effects on detector

performance. Identifying and eliminating the sources of these non-

uniformities will ultimately lead to improved detector performance.
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Preface

The quality of cadmium zinc telluride ((Cd, Zn)Te or CZT) charged

particle detectors is currently limited by the presence of impurities

introduced by impure starting materials, crystal growth, and during

device processing. These impurities act as carrier traps which reduce

the charge collection in fabricated QT sensors and degrade the

performance of the instruments. Although the potential for

fabricating high resolution charged particle detectors from CZI’

crystals has been clearly demonstrated, the quality of the detectors

is still limited due to carrier trapping. The primary objective of the

cooperation between Sandia and Digirad is to improve the

performance of CZT alpha particle detectors by identifying and

reducing the dominant carrier traps limiting the device performance.

The resolution of this problem would drastically lower the cost of CZI’

instruments. Moreover, the availability of an inexpensive, portable

charged particle and gamma-ray spectrometer that can both monitor

the presence of radiation and identify the radioactive source would

find a large range of new medical, industrial, environmental,

scientific, and national security applications.

The ability to detect and perform energy-dispersive spectroscopy

on incident alpha particles, X-rays and gamma-rays is of great

importance, since it makes possible a wide variety of analysis and

imaging techniques that may have value both commercially as well

as to DOE Defense Programs applications. However, the use of this

technology has generally been limited to the laboratory since, in the

past, the detectors and spectrometers that offered high resolution

spectroscopic capabilities were limited to operation at cryogenic

temperatures (77 K). These devices included lithium-drifted silicon
and high purity germanium. Thus, the widespread application of
these and other spectroscopic tools has been limited by the need for

a cumbersome cooling apparatus and the constant attention these
systems require. Size alone often impedes the use of these systems in

some applications,

In recent years the technology of radiation detectors that op crate
at room temperature has greatly improved. The reason for this is
that the ability to grow a number of semiconductor materials with

the appropriate properties required for high performance
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spectrometers has been developed. Cadmium zinc telluride is a
. leading candidate because its high atomic number and large band

gap make it particularly well suited for fabrication of compact

* spectrometers that can operate at room temperature. A great deal of

effort has been dedicated to the growth of single-crystal, large

volume cadmium zinc telluride which is high resistivity, highly

uniform, stoichiometric, and has a minimum of structural and

chemical defects. The material and electronic advances that have

been made have permitted the production of systems operating at

room temperature whose performance rivals that of cryogenically

cooled systems in terms of energy resolution, signal-to-noise ratio,

collection efficiency, and sensitivity. With the need for expensive a n d

cumbersome cooling apparatus eliminated, these systems can b e

lightweight, even hand-held, and operate for long periods of time

unattended. Some general purpose commercial systems capable of
performing x-ray fluorescence spectroscopy over a wide range of

elements are now available, as are less expensive systems used for

the identification of particular elements such as lead. Practical

imaging systems operating at X-ray or gamma-ray energies are only
* a few years away from realization, and prototype systems have

already been demonstrated.
.

However, one of the major obstacles to the widespread use of

these CZT based systems has been the very low manufacturing yield,
of only a few percent, of high resolution detectors. This has resulted

in very high system costs. This low manufacturing yield has been a

result of the presence of impurities and defects that have limited

detector performance. These defects are introduced into the material

during growth, contact deposition, or at various stages during

detector fabrication. The object of this program was to obtain a

fundamental understanding of the impact of trapping phenomena on

the performance of (22T radiation detectors. The work that was

performed to do this is described in this report.
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Summary

The objective of this project was to develop a means of studying

transport properties of charge carriers in cadmium zinc telluride and

their impact on performance of radiation detectors fabricated from

the material. The role of the laboratory personnel and facilities was

to coordinate and couple material and electrical engineering studies

with device information obtained through the use of a wide variety

of experimental analysis techniques. This work paralleled related
efforts at Sandia supporting the development of improved cadmium

zinc telluride detectors for national security applications. Variations
in material quality and detector performance were investigated a n d
this has lead to a better understanding of the distribution in the

electric field in CZT detectors suitable for alpha particle detection.
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Nomenclature
.

*

CZT or (Cd,Zn)Te

Cdl.XZnXTe

NEST

z

Cadmium Zinc Telluride

Cadmium Zinc Telluride with molar zinc

fraction of x

Nuclear Emergency Search Team

atomic number



Cadmium Zinc Telluride Charged Particle Nuclear Detectors

Introduction

Cadmium Zinc Telluride (CZT) has many properties that make it
well suited for use as a charged particle detector that can b e

operated at room temperature. These properties include the large

atomic numbers of its constituent atoms (Z = 48, 30 and 52 for Cd, m

and Te, respectively) which allows for a high stopping power to

energetic charged particles, and a high bulk resistivity (- 1011 W-cm)

which ensures a low dark current during detector operation.
Although the potential of CZT for fabricating high-resolution charged

particle detectors has been well demonstrated, there continue to b e

significant problems associated with carrier trapping, in which case
the amount of charge collected is not a unique function of the particle

energy. These transport problems have motivated considerable

research into the electrical and optical properties that might b e
related to detector performance.

A chief concern related to the use of alloy materials for
detector applications is degradation of detector resolution due to
material non-uniformity. It has been shown that there is a

correlation between uniformity of composition and detector
resolution in CZT, and alpha particle response waveforms for ~

detectors often show slope changes that suggest a non-uniform

electric field within the device. Ideally the pulse height should b e

proportional to the total charge produced, Q, the electric field, E, and
the electron mobility, m.. Observed pulses often have slope changes
that suggests a discontinuity in either the mobility or the electric
field. Our photocurrent mapping results presented below give
confirmation of this field non-uniformity.

Background

Cadmium Zinc Telluride is a unique material from which nuclear
radiation detectors can be fabricated that operate at room
temperature and directly measure the number (detection) and .
energy (spectroscopy) of x-ray and gamma-ray photons and charged
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particles that impinge on the detector. This capability in a room

a temperature detector allows for the production of portable hand-

held detector and spectrometer systems that may be operated for

long periods of time in an unattended mode. DOE/Defense Programs
#

have employed semiconductor radiation detectors fabricated in

silicon or germanium for many years. These devices, while operating

well in certain applications, require cryogenic cooling and are thus

excluded from operation in a number of arenas vital to DOE/DP

where portable compact spectrometers operating at room

temperature are required. One of the leading candidate materials for

operation at room temperature is cadmium zinc telluride. This
capability allows for both the detection of the incident photon or
particle as well as the identification of the atoms emitting the
photons. Specific applications for the use of cadmium zinc telluride

instruments include high sensitivity gamma-ray spectrometers that

are used to locate nuclear materials by the Nuclear Emergency

Search Team (NEST), the verification of nuclear materials in

international safeguards, and the satellite detection of nuclear

detonations or other radioactive releases. Gamma ray cameras that
image nuclear material at gamma-ray energies and allow for the

inspection of suspected enclosures without the need to gain access to

the enclosure are also critical in arms control and treaty verification*
applications. Radiation monitors that are compact and hand held can

be used for the monitoring of the movement of weapons-grade

materials and to facilitate covert search operations. Sandia National

Laboratories has projects to develop instruments suitable for many

of these applications as well as for medical imaging, environmental
remediation, nuclear safety, and basic science. The major obstacle to

the widespread use of these devices has been the low manufacturing

yield of a few percent of ultra-high resolution x- and gamma-ray

detectors and the resulting high cost of instruments based on these

detectors.

Models of Transport Phenomena
.

Two types
mapping data

r?
Hecht relation

efficiency in

of models have been used to relate the photo current
to material parameters. The first type is based on the
which is routinely used to calculate charge collection

nuclear detectors. We have adapted the relation to
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photocurrent measurements and generalized it to the case of a non-

uniform electric field. The second type of model is based on a general

drift-diffusion equation.

The simplest way of relating charge collection efficiency to

material parameters is via the Hecht relational]. This model gives the

total charge collected when NO electron-hole pairs are generated in a
detector at a distance XOfrom the negative contact in terms of (ret),

and (mt)~, the mobility-lifetime products for electrons and holes

respectively, the electric field, E, which is assumed to be uniform, the
thickness of the detector, d. Knoll and McGregor[2] have discussed

the impact on the charge collection profile of unequal mobility-

lifetime products. If, as is typical, (mt)~ >> (mt)~, maximum charge

collection will be achieved if the charge is generated near the

negative electrode, since in this case the holes travel only a short

distance and the total charge collection is dominated by the electron

contribution.

If the optical intensity is kept low to avoid space charge effects,

the Hecht relation can be applied to cross-sectional photocurrent

mapping by replacing NO, the number of electron-hole pairs
generated by the interaction, by the number of absorbed photons per
second. The expression

qEpabs 1(I(xo)= ~ ~v (p), 1

for the photocurrent is:

)(
– exO-d~@,E+ (pt)~ 1 – e-’%)+

)]
(1)

where P,~~ is the absorbed optical power (assuming one electron-hole

pair generated for each photon absorbed) and hn is the energy per

photon. Figure 1 shows the predicted

the negative contact using typical
detector 2 mm
charge carrier
mobility is m

thick. Equation (1) is
moving in an electric
generates a current

II =

photocurrent vs. distance from

parameters [3] for a (Cd, Zn)Te
based on the assumption that a
field E in a material where its

qmE/d (2)
,.

until it reaches the electrode and is collected, or until it recombines

or is trapped. The charge collected due to N carriers as a function of >.
time is then:



m /
Q(t) = ~ ; N(t’)E(x(t’))dt’

Equation (1) follows for the case of a uniform

* assuming that the number of free electron-hole

time due to recombination and trapping as

(3)
electric field b y

pairs varies with

N(t) = NO exp (-t/t)

and integrating until the collection time - the time required for the

carriers to reach the electrode.
The photocurrent for point excitation with an arbitrary electric

field follows from equation (3) as:

I = qpabs

[

~ pe~ee-t/TeE(xe(t))dt+ ph~e-,,ThExht))dt(()
(4)

where tC,~and tC~ are the collection times for electrons and holes,

respectively. The practical difficulty in applying this equation is that

one must solve for the electron and hole trajectories - xc(t) and x~(t) -

before the integration can be performed. Closed-form solutions can

be obtained only in a few simple cases.
#
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Distance from Negative Contact (cm)

Figure 1: Photocurrent profile for a uniform electric field

based on the Hecht relation, using typical parameters for

CdO,gZnO,lTe : (mt)~ = 1.0x10-3 cm2/V, (ret), = 500x10-’ cm2/V,

E=1OO V/cm, d=O.2 cm.

A more complete method of modelling transport phenomena

in bulk semiconductors is to use the general drift-diffusion
equation[4]:

ch/dt =G +D,V2n +~~E*Vn –n/~n+p,np/& (5)

where G is the generation rate, D. is the diffusion coefficient for
electrons, n is the density of free electrons and r is the space charge

density. For the simplest case of steady-state conditions (dn/dt = O)

in a uniform electric field (r= O), equation (5) gives a solution which is

qualitatively similar to equation (l), as shown in Figure 2. Hence
equation (1) can be used as an approximation.

Photoconductivity Mapping studies

light

bias

Photoconductivity mapping is performed by scanning a focused

source across the cleaved face of a detector which is held u n d e r

and measuring the resulting photocurrent. In the studies



described here an above-b andgap light source is used, so that the
3 mechanism of charge carrier generation is photoelectric absorption,

just as in detection of x-rays or low-energy gamma rays. A typical

* two-dimensional photocurrent map for a CdOgZnO.lTe detector using
6328 ~ light from a He-Ne laser is shown in Figure 3. Lighter areas

are those with higher photocurrent. As expected, the photocurrent is
highest when the sample is illuminated near the negative contact.

0 0.05 0.1 0.15 0.2 0.25

Distance from Negative Contact (cm)

Figure 2: Photocurrent profile for a uniform electric field

based on the drift-diffusion equation. Same parameters as in
Figure 1.

Current (nA)

0 0:5 i 1:5 2 2:5 ‘3 3:5 4 4:5 5
Horizontal Position (mm)

[

-1.5

-2.0

-2.5

-3.0

~~. -3.5
ff

-4.0

Figure 3: Two-dimensional photocurrent map using ab ove -
bandgap light. Brighter areas represent higher photocurrent.
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The nearly horizontal contours suggest a nearly uniform

electric field. 1=6328 & incident power= 2/3 mW, bias=-30V

(top grounded), step size = 50 mm.
“-

Figure 4(a) shows a one-dimensional section through the two-

dimensional plot, along with a fit to the Hecht-type relation (l). A
rough estimate for the electron mobility-lifetime product can b e

extracted from the data; the shape of the curve is too insensitive to
the value of (mt)~ to allow that parameter to be determined, The

oscillations of the data about the Hecht curve may indicate spatial

fluctuations of the electric field, consistent with recently reported

observations [5] based on the linear electro-optic effect. Figure 4(b)

shows a second section from the same map which exhibits

anomalously high photocurrent near the cathode, suggesting a n

increased electric field in that region,

-26 ~ (a)
~9..Q’6

.000.046’
:.--”

-2.5 .,+
., 0.,

z -2.4 ,60-00000

& .,60

F
6)

-2.3 ~900

~ o o,~
k

~o, .’

z -2.2 -9
0:. ‘

-2,1 ,? ‘

.t_____d ~70.!.’
2 1.5 1 0.5 0 2 1.5 1 0.5 0

Vertical Position (mm) Vertical Position (mm)

Figure 4: One-dimensional sections through a 2D photocurrent

map. In (a) the curve shows oscillations

Hecht-like curve, suggesting electric field
the photocurrent increases substantially
suggesting an enhanced electric field in that
line is a fit using (mt)~ = 1.3 x 10-3 cm2/V.

Alpha Particle Response Studies

Alpha particle response waveforms have

about the normal
fluctuations. In (b)

near the cathode,

region. The dashed

been used to confirm
the results of the photoconductivity mapping experiments. Figure 5



shows typical electron pulses and their time derivatives from two

spectrometer-grade detectors. Ideally the pulse height should b e

proportional to the amount of charge produced, the electric field, ~

and the electron mobility, m.. Since the transit time is typically much

shorter than the electron lifetime, the exponential decay due to

trapping of carriers is negligible. Each of the pulses shown here has a

slope change that suggests a discontinuity in either the mobility or

the electric field, similar to that which appears in Figure 4(b). These

observations are similar to those recently reported by Luke and

Eissler [6].

The value of (mt)~ determined from Figure 4(a) is corroborated

by alpha particle measurements which were performed on the same

detector. Figure 6 shows the peak channel in the pulse height

spectrum for 244Cm alpha particles (5.8 MeV) as a function of bias

voltage. The alpha particles were incident on the negative contact so

that electrons were the dominant charge carriers. The data has bee n

fit to the time dependent form of the Hecht relation. A long shaping
time was used, allowing t to be replaced by the transit time, giving:

~(v) = qVNo(p~)e
(
1 _ e+fp,)eV

~2 )

where V is the applied bias. Here

occurs very near the surface so

width of the detector. The (mt)~
consistent with that determined
Figure 4(a).

it is assumed that the interaction

that the electrons travel the full

ralue determined from this fit is

from the photocurrent profile of

.,

4s
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Time (ws)

Figure 5: Alpha particle response pulses and their time
derivatives. The alpha particles are incident on the negative
contact, so that the response is due to electrons. In (a) the slope

decreases gradually near the anode, while in (b) it increases

abruptly near the anode. To reduce noise fluctuations, the

derivative was based on a slightly smoothed version of the

pulse data (dashed line).

...
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900
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400

300
0 50 100 150 200 250

Bias (V)

Figure 6: Charge collection as a function of bias voltage for

alpha particle excitation, along with a fit to the Hecht relation.

The (ret), value obtained is consistent with that obtained b y

photocurrent mapping.

Spatially reso~ved maps

were also used to examine

Figure 7 shows rise time maps

of alpha particle response rise times

uniformity of detector performance.

for two detectors. The detector on the

left has essentially uniform response, except for an increase in rise

time near the edge of the contact, due to fringing of the electric field.

The detector on the right has large areas in which the rise time is an

order of magnitude higher than normal. The reason for this

phenomenon can be seen by examining the response waveforms,
shown in Figure 8. The high rise time regions have a short, sharp
rise, followed by a long, slow exponential. This waveform is

characteristic of de-trapping. Hence this rise time map can be taken
as a map of trapping centers, possible grain boundaries in this case.
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Figure 7 : Alpha particle response rise time

detectors. The detector on the left has regions

high rise time which appear to be due

phenomena (see Figure 8). The scale is

microseconds.
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Figure 8: Typical alpha particle response waveforms from

normal (left) and slow (right) regions of the detector on the

right in Figure 7. The slow regions show a long, exponential rise

characteristic of de-trapping.
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Conclusions

The state of the art in spectrometers and detectors employing

cadmium zinc telluride has been advanced markedly. In addition, the

understanding of the approaches that will be fruitful in overcoming

barriers to further improvement of this material and these detectors

has been made clear. These approaches include improving the

material to reduce hole trapping, producing devices that rely only o n

the electron transport, and developing electronic means to
compensate for the effects of incomplete charge collection.

Sandia National Laboratories now maintains active research

collaborations with a number of industrial and academic institutions

which have grown out of this as well as other efforts related to this

technology. A recent workshop on this topic hosted by Sandia

(California) included over seventy participants representing most of
the country’s organizations who are currently working in this
technology area. These interactions have allowed Sandia National
Laboratories to effectively leverage the efforts it maintains in this

? field.

a
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